Risk of Alzheimer’s disease biological misdiagnosis linked to cerebrospinal collection tubes.

To cite this version:

HAL Id: inserm-00726750
http://www.hal.inserm.fr/inserm-00726750
Submitted on 31 Aug 2012

HAL is a multi-disciplinary open access archive for the deposit and dissemination of scientific research documents, whether they are published or not. The documents may come from teaching and research institutions in France or abroad, or from public or private research centers. L’archive ouverte pluridisciplinaire HAL, est destinée au dépôt et à la diffusion de documents scientifiques de niveau recherche, publiés ou non, émanant des établissements d’enseignement et de recherche français ou étrangers, des laboratoires publics ou privés.
Risk of Alzheimer’s Disease Biological Misdiagnosis Linked to Cerebrospinal Collection Tubes

Armand Perret-Liaudet\textsuperscript{a,b,*}, Mathieu Pelpel\textsuperscript{a}, Yannick Tholance\textsuperscript{a}, Benoît Dumont\textsuperscript{a}, Hugo Vanderstichele\textsuperscript{b}, Willy Zorzi\textsuperscript{a}, Benaissa ElMoualij\textsuperscript{e}, Susanna Schraen\textsuperscript{b,f}, Olivier Moreaud\textsuperscript{a}, Audrey Gabellie\textsuperscript{a}, Eric Thouveno\textsuperscript{a}, Catherine Thomas-Anterion\textsuperscript{h}, Jacques Touchon\textsuperscript{h}, Pierre Krolak-Salmon\textsuperscript{a}, Gabor G. Kovacs\textsuperscript{j}, Arnaud Coudeyre\textsuperscript{a}, Isabelle Quadrio\textsuperscript{k} and Sylvain Lehmann\textsuperscript{b,h,*}

\textsuperscript{a}Neurobiologie, CMRR, Gériatrie, Hospices Civils de Lyon, Université Lyon 1 – CNRS UMR5292 – INSERM U1028, Lyon, France
\textsuperscript{b}Société Française de Biologie Clinique (SFBC), France
\textsuperscript{c}Technical and QA Department, Innogenetics, Les Ulis, France
\textsuperscript{d}ADx NeuroSciences, Technologiepark, Gent, Belgium
\textsuperscript{e}Human Histology-CRPP, University of Liège, Liège, Belgium
\textsuperscript{f}CHU de Lille; INSERM, U837, France
\textsuperscript{g}CMRR, CHU de Grenoble, France
\textsuperscript{h}CHU de Montpellier; INSERM U1040, INSERM U1061, France
\textsuperscript{i}CMRR, Neurologie, CHU de Saint-Etienne, France
\textsuperscript{j}Institute of Neurology, Medical University of Vienna, Vienna, Austria
\textsuperscript{k}Centre de Transfert de Technologie du Mans, Le Mans, France

Handling Associate Editor: Julien Dumurgier

Accepted 19 March 2012

Abstract. Tau proteins and amyloid-β (Aβ) peptides are the current recognized cerebrospinal fluid (CSF) biomarkers used as an aid in the diagnosis of Alzheimer’s disease (AD). However, there is no consensus on their clinical use due to non-qualified cut-off values, probably related to the observed high pre-analytical and analytical variability. Standardized pre-analytical protocols have therefore been proposed. Importantly, these recommend the use of polypropylene collection/sampling tubes while, to date, no broad comparison of these types of tubes has been conducted. In this study, we first compared, as part of a real clinical workflow, the impact of four different collection tubes on the CSF concentration of Aβ peptides (Aβ\textsubscript{40}, Aβ\textsubscript{42}) and total (hTau) and phospho-rylated (P-Tau181P) tau proteins measured using routine ELISA kits. We then extended this study to 11 polypropylene tubes used by different clinical laboratories, and investigated their plastic polymer composition using differential scanning calorimetry and Fourier Transformed Infrared spectroscopy. Significant concentration variations linked solely to the use of different types of tubes were observed. This was particularly marked for Aβ peptides, with >50% disparity occurring in less than five minutes. Polymer
composition analysis revealed that most polypropylene tubes were in fact copolymers with at least polyethylene. There was no clear correlation between tube composition and pre-analytical behavior. Our results show that the use of polypropylene tubes does not guarantee satisfactory pre-analytical behavior. They also point to collection/sampling tubes being a major pre-analytical source of variability that could impact the significance of AD biological diagnosis.

Keywords: Alzheimer’s disease, cerebrospinal fluid, collection tubes, standardization

INTRODUCTION

Total tau protein (hTau), its phosphorylated isoform at position 181 (p-Tau181P), and amyloid-β (Aβ) peptides (Aβ142 and Aβ140) are the current accepted cerebrospinal fluid (CSF) biomarkers used as an aid in the diagnosis of Alzheimer’s disease (AD) [1–5]. They help characterize atypical phenotypes, stratify patients in clinical trials, and predict AD conversion in prodromal forms [4, 6, 7]. Due notably to important between-center variability [2, 8, 9], there is no consensus on their use and their cut-off values to define a CSF AD signature. Investigation of pre-analytical events affecting the levels of these biomarkers identified delay of processing, storage in different types of tubes, volume per tube, dilution with detergent-containing buffer, plasma contamination, and heat treatment as significant factors [10–13].

To minimize pre-analytical and analytical errors, standardized operating procedures have been proposed [8, 10, 11]. Importantly, they all recommend the use of polypropylene tubes instead of polystyrene or glass. However, only a descriptive study on influence of collection tubes onto the CSF Aβ42 was conducted [14]. In a recent letter we reported major differences between collection tubes [15]. Here, we significantly extended this initial study. We completed the comparison in a real clinical workflow using four different collection tubes. We also extended our study of 11 polypropylene tubes, looking at their biomarker performance in relation with their plastic polymer composition.

Our results show that the use of polypropylene tubes does not guarantee satisfactory pre-analytical behavior. They also point to collection/sampling tubes being a major pre-analytical source of variability that could impact the significance of AD biological diagnosis.

MATERIALS AND METHODS

Study participants

Samples originated from biobanks generated in two French Clinical and Research Memory Centres (CMRRs) specialized in the care of cognitive disorders based in Lyon and Montpellier. Recruited patients gave their written informed consent to participate in the biobanks (registered # DC-2008-417). As the focus of this study was analytical, samples were selected to cover the different neurochemical situations corresponding to different diagnoses, and with variable concentrations of biomarkers (Fig. 1).

CSF sampling and analysis

In a first series of experiments (Figs. 1 and 2), CSF from 12 patients was collected directly in four different types of tubes (2 mL per tube): ST-PP (Sarstedt, 10 mL, polypropylene, ref. 62.610.201); HE-PS (Fisher Scientific hemolysis tube, 5 mL, polystyrene, ref. W1773X); BD-PE (Becton Dickinson, 14 mL, polystyrene, ref. 352095), and BD-PP (Becton Dickinson, 15 mL, polypropylene, ref. 352096). Collection tubes were transported on ice to the laboratory and processed immediately by centrifugation (10 min, 1000 g). Samples were divided into 0.5 mL aliquots in polypropylene Eppendorf tubes (Protein LoBind, ref: 0030108.116.), stored at −80°C (less than 6 month), and thawed immediately before quantification. In some cases (Fig. 2A, B), freshly thawed samples were distributed in ST-PP tubes for the indicated period of time at 2–8°C, or were supplemented with human albumin for the indicated final concentrations and kept for 1 h in ST-PP tubes before measurement.

In a second series of experiments (Fig. 3, Tables 2), six non-hemorrhagic CSF samples were collected directly in the tube J (Table 1), transported in less than 15 min to the laboratory and processed immediately by centrifugation (10 min, 1000 g). Samples were divided into 0.5 mL aliquots in polypropylene Eppendorf tubes (Protein LoBind, ref: 0030108.116.), stored at −80°C (less than 6 month), and thawed immediately before quantification. In some cases (Fig. 2A, B), freshly thawed samples were distributed in ST-PP tubes for the indicated period of time at 2–8°C, or were supplemented with human albumin for the indicated final concentrations and kept for 1 h in ST-PP tubes before measurement.

In a second series of experiments (Fig. 3, Tables 2), six non-hemorrhagic CSF samples were collected directly in the tube J (Table 1), transported in less than 15 min to the laboratory and processed immediately by centrifugation (10 min, 1000 g). After homogenization, 300 μL of the supernatant was distributed in every one of the 11 tubes (see Table 1 for description of tubes) and left for 15 min (T1) or 24 h (T2) at 2–8°C. They were then stored at −80°C and thawed before immediate quantification.

CSF Aβ42, Aβ40, hTau, and p-Tau181P concentrations were measured using standardized commercially available INNOTEST®/IBL sandwich ELISA tests.
Fig. 1. Individual AD biomarker results from four different tube types. CSF from twelve patients was collected in four different types of tubes: BD-PP, ST-PP, BD-PE, and HE-PS. After CSF processing, CSF Aβ42, hTau, p-Tau181P, and Aβ40 were measured using commercially available ELISA tests. For Aβ40, one sample is missing. Note: results are expressed as the mean of two values. Variability between most sample duplicates was in the range of the intra-assay CVs (from 2 to 8%). Some duplicates corresponding to low values were between 8 and 15%. Statistical analysis showed that the four tubes all differed (p-values below 0.05) for CSF Aβ42 and Aβ40. For hTau, only BD-PE differs from BD-PP and ST-PP while for p-Tau181P, HE-PS differs from the tree other tubes.

Statistical analyses

Statistical analyses were performed and graphs prepared using XLSTAT and MedCalc (7.3) software. Graphical results were presented as medians and interquartile ranges. The impact of tube type was assessed using a non-parametric test on the percentage of concentration deviation for each tube to the average concentration value for each CSF sample. A Kruskal-Wallis test was used for comparison of k samples with a significance level set at 5%. The tubes were compared two by two with a bilateral test using the Conover-Iman procedure.

Tube analysis

Physical analysis of the tubes was performed using two methods [16]. Differential scanning calorimetry, which is a measurement of a phase change of the material, those phase changes being characteristic for a material; melting points were measured and compared to polyolefin references. Fourier Transformed Infrared spectroscopy measures the absorption by a sample of polychromatic radiation in the infrared domain, this absorption being characteristic of the chemical groups present in the sample. Thus, the spectrum obtained is specific to the sample’s material or to the material family. The spectra were acquired in reflexion mode giving a surface analysis with a probe depth of 1 to 5 μm.

RESULTS

To investigate pre-analytical variations linked solely to sampling tubes, CSF samples from 12 patients...
enrolled in an ethically approved study were directly (from the lumbar puncture needle) collected in four different types of tubes: two polypropylene tubes, one polystyrene tube, and one polyethylene tube. hT au, p-T au181P, Aβ42, and Aβ40 concentrations were then measured in parallel (Fig. 1). When the results were expressed as a percentage of the median value obtained in the four tubes (Fig. 2), biomarkers concentration showed major variations that were significantly different in many cases in particular for Aβ peptides (Fig. 1). Median values for Aβ42 peptides were for example of 80%, 137%, 81%, and 99% in BD-PP, ST-PP, BD-PE, and HE-PS tubes, respectively. In individual patient samples (Fig. 1), this effect was present over the whole range of Aβ values. These data confirmed and extended previous observation by Pica-Mendez et al. [14].

In summary, much higher Aβ42 and Aβ40 concentrations were observed in ST-PP tubes compared to the other tubes. Statistical differences between non polypropylene tubes were also observed for hT au (HE-PS) and p-T au181P (BD-PE) (Fig. 1). This clearly illustrated that each tube has its own pre-analytical property.

In contrast with common knowledge and recommendations, it was clear that using polypropylene tubes did not always result in optimal pre-analytical behavior. Importantly, the type of tube used for the same patient could dramatically change the interpretation of the biomarker results, leading therefore to possible AD misdiagnosis (see individual concentration values on Fig. 1). hT au and p-T au181P were, however, less affected by the type of tubes, confirming the importance of evaluating Aβ peptides concentration in combination with these biomarkers.

To further explain the role of collection tubes on resulting biomarker values, we selected 11 different commercially available polypropylene collection tubes (Table 1), some of them being used by different clinical teams in the AD field. We performed an evaluation
Fig. 3. Effect of time delay on median AD biomarker results from 11 different tube types (in %). After collection in one tube (Table 1) and centrifugation, six CSF supernatants samples were homogenized and distributed into 11 different tubes (A to K, see Table 1) and left at 2–8 °C for 15 min (T1) or for 24 h (T2) before Aβ42, hTau, and p-Tau181P were measured using commercially available ELISA tests. For each individual sample, the measured concentrations were converted as a percentage of the mean of the values obtained in the 11 tubes. Results are presented as medians and interquartile ranges. Statistical analysis showed no differences (p-values below 0.05) between T1 and T2 in the 11 tubes. Aβ42, amyloid β protein; hTau, total Tau protein; p-Tau181P, Tau protein phosphorylated at position 181.

Table 1
Impact of polypropylene collection tubes on AD biomarkers and surface polymer composition analysis using differential scanning calorimetry and Fourier Transformed Infrared spectroscopy

<table>
<thead>
<tr>
<th>Tube</th>
<th>Provider</th>
<th>Catalog numbers</th>
<th>Vol (mL)</th>
<th>Peak maximum (°C)</th>
<th>Peaks super-position</th>
<th>Identification</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>Greiner</td>
<td>18 82 80</td>
<td>15</td>
<td>151.61</td>
<td>2</td>
<td>PP-PE copolymer</td>
</tr>
<tr>
<td>B</td>
<td>Greiner</td>
<td>18 82 81</td>
<td>15</td>
<td>150.75</td>
<td>2</td>
<td>PP-PE copolymer</td>
</tr>
<tr>
<td>C</td>
<td>Delilah</td>
<td>401-402</td>
<td>12</td>
<td>149.99</td>
<td>2</td>
<td>PP-PE copolymer</td>
</tr>
<tr>
<td>D</td>
<td>Evergreen</td>
<td>222-3529-60D</td>
<td>30</td>
<td>153.2</td>
<td>2</td>
<td>PP-PE copolymer</td>
</tr>
<tr>
<td>E</td>
<td>CML</td>
<td>TCI-2PP</td>
<td>15</td>
<td>150.39</td>
<td>2</td>
<td>PP-PE copolymer</td>
</tr>
<tr>
<td>F</td>
<td>Sarstedt</td>
<td>629-924 284</td>
<td>10</td>
<td>149.83</td>
<td>3</td>
<td>PP-PE +?</td>
</tr>
<tr>
<td>G</td>
<td>Sarstedt</td>
<td>62-610 201</td>
<td>10</td>
<td>150.16</td>
<td>3</td>
<td>PP-PE +?</td>
</tr>
<tr>
<td>H</td>
<td>Falcon</td>
<td>BD 35 2006</td>
<td>14</td>
<td>150.54</td>
<td>2</td>
<td>PP-PE copolymer</td>
</tr>
<tr>
<td>I</td>
<td>Nalgene</td>
<td>34 28 05</td>
<td>2</td>
<td>151.63</td>
<td>3</td>
<td>PP-PE +?</td>
</tr>
<tr>
<td>J</td>
<td>Falcon</td>
<td>BD 35 2066</td>
<td>15</td>
<td>150.75</td>
<td>2</td>
<td>PP-PE copolymer</td>
</tr>
<tr>
<td>K</td>
<td>Gosselin</td>
<td>TK75-685</td>
<td>5</td>
<td>168.25</td>
<td>1</td>
<td>PP</td>
</tr>
</tbody>
</table>

Six CSF supernatants of freshly collected samples were distributed into the 11 tubes for 15 min and Aβ42, hTau, and p-Tau181P were measured using commercially available ELISA tests. For each individual sample, the measured concentrations were converted as a percentage of the mean of the values obtained in the 11 tubes. The median of the different percentage are reported in the table. PP, polypropylene; PE, polyethylene.
of their impact on the three classical AD biomarkers, as well as carrying out a surface polymer composition analysis using differential scanning calorimetry and Fourier Transformed Infrared spectroscopy. This revealed surprising results with only one tube consisting of pure polypropylene, the others being copolymers with at least polyethylene; even though they were all labeled as polypropylene (Table 1). Regulations in fact allow companies to label tubes as being purely polypropylene even in the presence of other polymers or surface treatment. Incidentally, the exact polymer composition of the different tubes was not disclosed by most of the commercial providers.

Using a series of fresh (unfrozen) CSF samples from 6 patients, we then distributed them between the 11 tubes and waited 15 min (T1) or 24 h (T2) before processing the samples using the same analytical conditions (Table 2). This revealed significant differences between tubes (Table 2) with maximum median variations of −48%/+31%, −8%/+8%, and −4%/+6%, for Aβ42, hTau, and p-Tau181P, respectively. When hTau and p-Tau181P were in the range of acceptable and observed analytical variations for these biomarkers, differences in Aβ42 concentrations clearly exceeded them. The effect was present after 15 min (T1), and an additional 24 h (T2) incubation time at 2–8°C did not significantly change these values (Fig. 3).

Adsorption of the biomarkers on the tube surface was the most likely explanation for this “tube effect” [17]. This explanation is consistent with previous unpublished observations suggesting that CSF biomarker levels in samples with high protein content (>1.5 g/L) were not changed by the type of collection tube, especially in comparison with samples with low protein content. To confirm this observation, we

### Table 2

Statistical differences between values in the 11 tubes (A to K, see Table 1 and Fig. 3)

<table>
<thead>
<tr>
<th></th>
<th>A</th>
<th>B</th>
<th>C</th>
<th>D</th>
<th>E</th>
<th>F</th>
<th>G</th>
<th>H</th>
<th>I</th>
<th>J</th>
<th>K</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>0.429</td>
<td>&lt;0.0001</td>
<td>&lt;0.001</td>
<td>0.159</td>
<td>0.448</td>
<td>&lt;0.0001</td>
<td>0.829</td>
<td>&lt;0.0001</td>
<td>0.033</td>
<td>0.001</td>
<td></td>
</tr>
<tr>
<td>B</td>
<td>1</td>
<td>0.002</td>
<td>0.003</td>
<td>0.531</td>
<td>0.124</td>
<td>&lt;0.0001</td>
<td>0.154</td>
<td>&lt;0.0001</td>
<td>&lt;0.001</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>C</td>
<td>1</td>
<td>&lt;0.0001</td>
<td>&lt;0.0001</td>
<td>0.064</td>
<td>&lt;0.0001</td>
<td>0.005</td>
<td>&lt;0.0001</td>
<td>&lt;0.0001</td>
<td>&lt;0.0001</td>
<td></td>
<td></td>
</tr>
<tr>
<td>D</td>
<td>1</td>
<td>0.018</td>
<td>&lt;0.0001</td>
<td>0.109</td>
<td>&lt;0.0001</td>
<td>0.001</td>
<td>&lt;0.0001</td>
<td>&lt;0.0001</td>
<td>&lt;0.0001</td>
<td></td>
<td></td>
</tr>
<tr>
<td>E</td>
<td>1</td>
<td>0.033</td>
<td>&lt;0.0001</td>
<td>0.419</td>
<td>&lt;0.0001</td>
<td>0.001</td>
<td>&lt;0.0001</td>
<td>&lt;0.0001</td>
<td>&lt;0.0001</td>
<td></td>
<td></td>
</tr>
<tr>
<td>F</td>
<td>1</td>
<td>&lt;0.0001</td>
<td>0.004</td>
<td>&lt;0.0001</td>
<td>0.026</td>
<td>0.010</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>G</td>
<td>1</td>
<td>&lt;0.0001</td>
<td>0.064</td>
<td>&lt;0.0001</td>
<td>&lt;0.001</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>H</td>
<td>1</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>I</td>
<td>1</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>J</td>
<td>1</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>K</td>
<td>hTau</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>A</td>
<td>0.197</td>
<td>0.414</td>
<td>0.106</td>
<td>0.962</td>
<td>0.035</td>
<td>0.166</td>
<td>0.314</td>
<td>0.797</td>
<td>0.035</td>
<td>0.087</td>
<td></td>
</tr>
<tr>
<td>B</td>
<td>1</td>
<td>0.038</td>
<td>0.736</td>
<td>0.181</td>
<td>0.396</td>
<td>0.923</td>
<td>0.773</td>
<td>0.299</td>
<td>0.396</td>
<td>0.665</td>
<td></td>
</tr>
<tr>
<td>C</td>
<td>1</td>
<td>0.017</td>
<td>0.442</td>
<td>0.004</td>
<td>0.630</td>
<td>0.071</td>
<td>0.285</td>
<td>0.604</td>
<td>0.013</td>
<td></td>
<td></td>
</tr>
<tr>
<td>D</td>
<td>1</td>
<td>0.036</td>
<td>0.008</td>
<td>0.810</td>
<td>0.532</td>
<td>0.171</td>
<td>0.608</td>
<td>0.923</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>E</td>
<td>1</td>
<td>0.031</td>
<td>0.152</td>
<td>0.292</td>
<td>0.760</td>
<td>0.031</td>
<td>0.079</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>F</td>
<td>1</td>
<td>0.452</td>
<td>0.257</td>
<td>0.062</td>
<td>1.000</td>
<td>0.677</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>G</td>
<td>1</td>
<td>0.700</td>
<td>0.257</td>
<td>0.452</td>
<td>0.736</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>H</td>
<td>1</td>
<td>0.452</td>
<td>0.257</td>
<td>0.471</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>I</td>
<td>1</td>
<td></td>
<td></td>
<td></td>
<td>0.062</td>
<td>0.144</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>J</td>
<td>1</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>0.677</td>
</tr>
<tr>
<td>K</td>
<td>pTau</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>A</td>
<td>0.510</td>
<td>0.211</td>
<td>0.748</td>
<td>0.600</td>
<td>0.355</td>
<td>0.043</td>
<td>0.267</td>
<td>0.070</td>
<td>0.741</td>
<td>0.046</td>
<td></td>
</tr>
<tr>
<td>B</td>
<td>1</td>
<td>0.551</td>
<td>0.344</td>
<td>0.916</td>
<td>0.789</td>
<td>0.165</td>
<td>0.648</td>
<td>0.241</td>
<td>0.741</td>
<td>0.175</td>
<td></td>
</tr>
<tr>
<td>C</td>
<td>1</td>
<td>0.132</td>
<td>0.501</td>
<td>0.741</td>
<td>0.424</td>
<td>0.887</td>
<td>0.561</td>
<td>0.355</td>
<td>0.442</td>
<td></td>
<td></td>
</tr>
<tr>
<td>D</td>
<td>1</td>
<td>0.419</td>
<td>0.231</td>
<td>0.026</td>
<td>0.169</td>
<td>0.042</td>
<td>0.525</td>
<td>0.027</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>E</td>
<td>1</td>
<td>0.194</td>
<td>0.179</td>
<td>0.154</td>
<td>0.900</td>
<td>0.222</td>
<td>0.834</td>
<td>0.162</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>F</td>
<td>1</td>
<td>0.260</td>
<td>0.850</td>
<td>0.363</td>
<td>0.551</td>
<td>0.273</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>G</td>
<td>1</td>
<td>0.347</td>
<td>0.826</td>
<td>0.068</td>
<td>0.975</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>H</td>
<td>1</td>
<td>0.470</td>
<td>0.433</td>
<td>0.363</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>I</td>
<td>1</td>
<td>0.135</td>
<td>0.850</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>J</td>
<td>1</td>
<td></td>
<td></td>
<td>0.094</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>K</td>
<td>p-values are reported, values below 0.05 are in bold italics.</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
confirmed that artificially raising the protein content of CSF samples resulted in a disappearance of the tube effect (Fig. 1B). This was also coherent with the time course of this effect that was tested in the tube with the apparent higher Aβ values (ST-PP, Fig. 1C). This experiment revealed a 20% decrease in Aβ peptides concentration as early as 5 min after contact with the tube. This means that when CSF is in contact with a tube, Aβ peptide values drop almost immediately, and this effect is iterative (values drops again when put in a new tube; not shown). Importantly, after these first 5 min, the impact of additional time (24 and 48 h), mimicking a pre-analytical delay, was minimal and not significant up to 48 h (Figs. 1C and 3).

Surprisingly, the pure polypropylene tube (tube K) did not give the best results and differences between tubes suggested that additional surface treatment could also change the adsorption properties of the tubes.

DISCUSSION

The high pre-analytical sensibility of Aβ to different polymer/plastic surfaces is an important observation to take into account. Transfer of CSF in to different tubes during processing or storage can result in a 20% to 60% decrease in measured concentrations. In addition, analytical protocols often contain intermediate steps involving transfer of CSF samples into new tubes or plates, resulting in possible errors. This is true, not only for Aβ42, but also for other Aβ peptides (Aβ40, Aβ40, not shown), which are of interest for the diagnosis of other neurological diseases [18]. Selection of collection tubes that would preserve the best Aβ peptide content would therefore make sense.

Adsorption of these analytes to the tube walls is the most likely explanation for these phenomena. An interesting trend was observed since some tubes that performed better for p-Tau181P were the worst for Aβ42 (tubes D and A). This suggests that the hydrophilic/hydrophobic balance of the analytes plays an important role in this phenomenon: the more hydrophobic Aβ42 peptide is greatly adsorbed by some of the tubes. On the other hand, probably due to its high content in anionic phosphate groups, p-Tau181P which is more hydrophilic, is less adsorbed by the tubes which adsorbed the Aβ42 protein. Hydrophilicity due to the polymer surface composition is an important point in understanding the adsorption of proteins but other parameters may affect this adsorption such as the polymer surface charge in regard with the ionic-electric point of the protein, or the surface roughness [16, 19, 20]. It has been shown that changing both the hydrophilicity and the charge of the surface may lead to great improvement in the protein recovery [21] underlying the fact that the tube composition and its possible surface treatment is a key parameter in protein adsorption.

In summary, our data indicated that the pre-analytical impact of sampling/processing tubes has to be particularly well optimized and harmonized for multi-site studies and for the definition of relevant and worldwide AD biomarker cut-off values. One way to go is probably to define a consensus protocol that specifically links cut-off values to given sampling tubes and handling/analytical protocols.

ACKNOWLEDGMENTS

This work was in part realized in the framework of a working group of the “Société Française de Biologie Clinique” (SFBC). It was supported in part for the Montpellier team by “France Alzheimer” and through the National French Alzheimer effort (“Plan Alzheimer”) and for the teams of Lyon, Le Mans, Liège and Vienna by the EU FP6 Project Neuroscreen LSHB-CZ-2006-037719 and by the Région Wallonne, W2002134 and 14531-iPCRq contracts for Liège.

Mathieu Pelpel is an employee of the diagnostic company Innogenetics which commercializes diagnostic ELISA tests for Alzheimer Disease. In this study, Mathieu Pelpel was not directly involved in the setting or the design of the experiments.


REFERENCES

peptide ratio 42/40 but not a beta-42 correlates with phospho-
tin in patients with low- and high-CSF A beta 40 load.

ST, Barberger-Gateau P, Delacourte A, Frisoni G, Fox NC,
Galasko D, Gauthier S, Hampel H, Jicha GA, Meguro K, 
O’Brien J, Pasquier F, Robert P, Rossor M, Salloway S, 
Sarazin M, de Souza LC, Stern Y, Vosser PJ, Scheltens P, 
leconam. Lancet Neurol 9, 1118-1127.

Wahlbl AD, Vandersteichele H, Vannmehlen E, Blennow K. 
disease: Differences between early- and late-onset Alzheimer
disease and stability along the course of disease. Arch Neurol 
56, 673-680.

cognitive impairment and early Alzheimer’s disease. Clio 
Neuroi Neurosci 107, 165-173.

[7] Lorentz M, Donohue M, Paternicò D, Scarpazza C, Ostrow-
tizki S, Blin O, Irving E, Frisoni GB, Alzheimer’s Disease 
Neuroimaging Initiative (2010) Enrichment through biomark-
ners in clinical trials of Alzheimer’s drugs in patients with mild 

[8] Tomlinson CE, Verwey NA, Keuter MT, van Uffelen K, 
Blankenstein MA (2010) Standardization of assay procedures 
for analysis of the CSF biomarkers amyloid beta-1-42, tau, 
and phosphorylated tau in Alzheimer’s disease: Report of 
an international workshop. Int J Alzheimers Dis 2010, pi: 
635053.

Balfour DA, Bocchino-Chiaretti L, Blankenstein MA, Car-
rillo MC, Chalbot S, Court E, Chaussemier D, Culler N, 
Dalilhos G, Deliver S, Fagan AM, Forlenza O, Frisoni GB, 
Galasko D, Gauthier S, Hampel H, Handberg A, Heruka 
MT, Herskovitz AZ, Herukka SK, Hellman DM, Humpel 
C, Hyman BT, Jellinger A, Jucker M, Kaiser SA, Kaiser E, 
Karaki E, Kidd D, Klivenyi P, Knussen CS, Kummer MP, 
Lai J, Liao AO, Lewczuk P, Li GY, Marinot R, Masters C, 
McAuliffe J, Mercken M, Mehta AD, Minthon L, Montine 
TI, Nowakawa W, Nupere O, Brem R, Otto M, Paracelsus 
GP, Parnetti L, Petersen BC, Prevaloa D, de Reit-HP, Riss-
man RA, Scarpini E, Stefani A, Sonnen H, Schröder J, Swe-
lieh BA, Al-Hiari YM, Kamali MH, Mohammad HA 
(2010) Synthesis and characterization of polycarbonates by 
melt phase interneise reactions of alkylene and arylen 
diacetates with alkylene and arylen dipropyl dicarboxates. 
Molecules 15, 3661-3682.


mann R, Fiezner M, Behl M, Mäder JM, Kornhuber J, Wildfang 
J (2006) Effect of sample collection tubes on cerebrospinal 
fluid concentrations of tau proteins and amyloidbeta peptides. 

[12] Andreasen N, Minthon L, Davison P, Vannmehlen E, Van-
CSF tau and CSF-Ab42 as diagnostic markers for Alzheimer 

N, Zetterberg H, Blennow K (2011) Measurement of Ab41-
42 in cerebrospinal fluid is influenced by matrix effects.
J Neurochem 120, 325-333.

OF (2010) Non-specific binding of Ab42 to polyelectrolyte 

dersteichele H, Zoor W, Elhousushi B, Schram S, Moreaud 
G, Abeille A, Thononet E, Thomas-Antier C, Touchon 
J, Krolak-Salamon P, Kovacs GG, Croisile B, Quadrado I, 
Lohmann S (2012) Cerebrospinal fluid collection tubes: A 
critical issue for Alzheimer disease diagnosis. Clin Chem 58, 
787-789.

(2010) Synthesis and characterization of polycarbonates by 
melt phase interneise reactions of alkylene and arylen 
diacetates with alkylene and arylen dipropyl dicarboxates. 
Molecules 15, 3661-3682.

adhesion of proteins on solid surfaces, a common but 
very complicated phenomenon. J Biomech Eng 123, 
233-244.

Y, Quadrado I, Tieu L, Gu B, Boulanghian J, Chaillet C, 
Voghto E, Croussel B, Crouselle C, Dautere L, Touchon 
J, Lohmann S (2011) Decreased Ab1-40(PP), Ab38 and 
Ab42 cerebrospinal fluid levels in frontotemporal dementia. 
J Alzheimers Dis 26, 553-563.

[19] Crouselle C, Tieu L, Gu B, Boulanghian J, Chaillet C, 
Voghto E, Croussel B, Crouselle C, Dautere L, Touchon 
J, Lohmann S (2011) Decreased Ab1-40(PP), Ab38 and 
Ab42 cerebrospinal fluid levels in frontotemporal dementia. 
J Alzheimers Dis 26, 553-563.

upon protein/peptide adsorption to glass and polycarbonate. 

[21] Poncin-Epaillard F, Mille C, Debarnot D, Zorzi W, Moualij 
J, Krolak-Salmon P, Goethoel S, Moreaud G, Beyrollet E, 
C_NPC, Krolak-Salmon P, Kovacs GG, Croisile B, Quadrado I, 
Lohmann S (2012) Cerebrospinal fluid collection tubes: A 
critical issue for Alzheimer disease diagnosis. Clin Chem 58, 
787-789.

tubes: A very complicated phenomenon. J Neurosci Res 99, 
91, 51-58.

tubes: A very complicated phenomenon. J Neurosci Res 99, 
51-58.

Anckarsäter K, Andreasen N, Zetterberg H, Andreasen U, 
Blennow K (2010) Confounding factors influencing amyloid 
beta concentration in cerebrospinal fluid. Int J Alzheimers Dis 
2010, pi: 986310.