A surface registration approach for video-based analysis of intraoperative brain surface deformations
Perrine Paul, Aurélie Quere, Elise Arnaud, Xavier Morandi, Pierre Jannin

To cite this version:

HAL Id: inserm-00109455
https://www.hal.inserm.fr/inserm-00109455
Submitted on 27 Jun 2007

HAL is a multi-disciplinary open access archive for the deposit and dissemination of scientific research documents, whether they are published or not. The documents may come from teaching and research institutions in France or abroad, or from public or private research centers. L’archive ouverte pluridisciplinaire HAL, est destinée au dépôt et à la diffusion de documents scientifiques de niveau recherche, publiés ou non, émanant des établissements d’enseignement et de recherche français ou étrangers, des laboratoires publics ou privés.
A surface registration approach for video-based analysis of intraoperative brain surface deformations

Perrine Paul†
Unit/Projet Visages U746
Medtronic SNT, FRANCE

Aurelie Quere
Unit/Projet Visages U746, FRANCE

Elise Arnault
DiSI, Slip Guru group , ITALY

Xavier Morandi‡
Unit/Projet Visages U746
CHU Pontchaillou Rennes, FRANCE

Pierre Jannin‡
Unit/Projet Visages U746, FRANCE

ABSTRACT

Anatomical intraoperative deformation is a major limitation of accuracy in image guided neurosurgery. Approaches to quantify these deformations based on 3D reconstruction of surfaces have been introduced. For accurate quantification of surface deformation, a robust surface registration method is required. In this paper, we propose a new surface registration for video-based analysis of intraoperative brain deformations. This registration method includes three terms: the first term is related to image intensities, the second to Euclidean distance and the third to anatomical landmarks continuously tracked in 2D video. This new surface registration method can be used with any cortical surface textured point cloud computed by stereoscopic or laser range approaches. We have shown the global method, including textured point cloud reconstruction, had a precision within 2 millimeters, which is within the usual rigid registration error of the neuronavigation system before deformations.

Keywords: image-guided neurosurgery, intraoperative brain surface deformation, video analysis

1 INTRODUCTION

Anatomical intraoperative deformation is a major limitation of accuracy in image guided neurosurgery. Image guided surgery (IGS) is based on the registration between preoperative images and the patient in his/her surgical position. This registration relies on a rigid transform assumption, which is not verified during some neurosurgical procedures. For lesion removal surgery with craniotomy, many parameters are related to the brain deformation, e.g., gravity, lesion size, loss of cerebro-spinal fluid, resection [4]. The amplitude of these deformations can be up to 2 cm as shown in [8] and their principal direction is not always the gravity direction. Approaches to update preoperative images according to deformation tend to use intraoperative imaging (e.g., 3D ultrasound, surface acquisition [17][12], interventionnal MRI [3]), with or without biomechanical or predictive models. These approaches did not solve all issues concerning brain deformations yet. Since brain deformation is a complex spatio-temporal phenomenon, there are still some issues relative to real time aspects and to the need for the development of light, easy to use and not cumbersome solutions. In our opinion, the most promising approach should cope with intraoperative information, both volumic and surface and with a priori information regarding the brain shift phenomenon. Surface information is one interesting solution for being able to address the issues emphasized above. Video images are a light and low cost solution for this problem. Approaches based on 3D reconstruction of surfaces have been introduced. For accurate quantification of surface deformation, a robust surface registration method is required. Previous solutions are mostly based on iterative closest point algorithm (ICP) or mutual information (MI) based matching. Assumptions required for such solutions are not perfectly verified in this context. Surgical tools may occur the operative field of view (FOV). Deformations imply non linear displacements of anatomical landmarks in any direction. Since the quantification of surface deformations is strongly related to the surface registration step, accurate surface matching is required. This method has to be adapted to the specificities of these video surgical images.

In this paper, we propose a new surface registration for video-based analysis of intraoperative brain deformations. This registration method includes three terms: the first term is related to image intensities, the second to Euclidean distance and the third to anatomical landmarks continuously tracked in 2D video. In the next sections, we describe the computation of surfaces of the operative field using stereoscopic reconstruction, the continuous tracking of anatomical landmarks in the video sequence between two reconstructed surfaces and the surface registration method for matching both reconstructed surfaces. We have shown in [15] that the accuracy of our reconstruction method was sufficient to do quantification of surface deformation. Performance evaluation of video tracking is described. Performance of the proposed surface registration method is compared to usual method (i.e., ICP).

2 MATERIAL AND METHODS

The image acquisition and registration workflow, repeated each time we wish to estimate deformations, is now described. As shown on figure 1, at surgical time $t_s$, a pair of video static images, as seen through surgical microscope binoculars, were acquired. Stereoscopic reconstruction methods were applied on these images and provided a 3D surface of the operative field as explained in section 2.2. At time $t_1$, anatomical landmarks were automatically extracted from the right image as explain in subsection 2.3.1. Video flow from the right ocular was continuously acquired from $t_1$ to $t_j$. The extracted anatomical landmarks were continuously tracked in images, in 2D, from the video flow using the method described in subsection 2.3.2. At time $t_j$, a new pair of video images was acquired and a new surface was reconstructed. Matching both $t_1$ and $t_j$ surfaces was performed using the proposed surface registration method, described in section 2.4, taking into account new locations of tracked anatomical landmarks.
2.1 Acquisition

A stereovision system (Zeiss 3-D Compact Video Camera S2, Carl Zeiss, Germany) was set up between the NC4 surgical microscope and the binocular tube (as shown in figure 2). Images from these analogical cameras have been acquired using a video acquisition card PICOLO, Euresys, Belgium. Each acquisition consisted of:

- At time $t_i$, one static pair of images from both left and right surgical microscope oculars, along with position and settings of the microscope,
- A 2D video flow from the right ocular, whose first frame is the static right image at $t_i$ and last frame is the static right image at time $t_j$,
- At time $t_j$, one static pair of images from both left and right surgical microscope oculars, along with position and settings of the microscope.

Positions and settings of the microscope were obtained using the neuronavigation system StealthStation, Medtronic SNT, USA and a communication library called StealthLink, Medtronic SNT, USA.

2.2 Surface mesh reconstruction

Cortical surfaces were computed by dense reconstruction of microscope stereoscopic images as explained in [15]. Relation between a 3D point from the stereoscopic surface mesh and a pixel in the right image was known. We sum up the method here.

2.2.1 Stereoscopic cameras calibration

The first calibration step consisted of finding intrinsic and extrinsic parameters for each camera using a calibration grid. To avoid updating calibration every time the microscope moved, extrinsic and intrinsic parameters were expressed in the microscope coordinate system. The second step was to compute the rectification matrices of the stereovision system. In a stereovision system, a point in the left image and its corresponding point in the right image lie in conjugated epipolar lines. Rectification consisted of projecting onto a common plane in order to make the conjugated epipolar lines collinear and parallel to the horizontal image axis. Calibration was performed for the minimum and maximum focal length values and the results were subsequently available for use in all surgical procedures. No additional calibration was required.

2.2.2 3D surface Reconstruction

During surgery, each new image pair was rectified. Owing to rectification, a pixel of coordinate $(u, v)$ in the rectified left image corresponded to the pixel of coordinate $(u + d, v)$ in the rectified right image where $d$ denotes the disparity. The disparity value was estimated by point matching based on maximization of the zero-mean normalized sum of squared differences criteria. A surface mesh was computed, composed of triangles for which each vertex had been computed from the disparity map.

2.2.3 Textured surface

Each surface mesh was textured by mapping the right image. Indeed, for each vertex of the surface mesh, the corresponding pixel in the disparity map and consequently in the right rectified image was known. Then, the corresponding pixel in the right image was computed using the inverse rectification matrix.

2.3 Video-based anatomical landmarks matching

2.3.1 Anatomical landmarks extraction and segmentation of the operative field

The cerebral vessels were used as anatomical landmarks for the video tracker. These anatomical landmarks were automatically identified [Fig. 6. The automatic extraction algorithm is divided into three parts: preprocessing, segmentation and detection. We describe the algorithm applied to an image $I$.

A mathematical morphological opening was applied to $I$. Then $I$ was filtered by Laplacian and Gaussian filters. The resulting image is called the preprocessed image $I_p$. 

Figure 1: Image acquisition and registration workflow

Figure 2: Clinical setting: a stereovision system (in RED, cameras and cables) was set up between the NC4 surgical microscope and the binocular tube.
Anatomical landmarks lied on the cortex surface. Tissues must then be removed from our images. To segment the operative field, the binary image $I_P$ was scanned horizontally from left to right then from right to left in order to locate 255-luminance-level pixels first met in each direction. These pixels defined the bend of the first mask. A new square mask of size 400 pixels was then defined. The center of this mask was defined as the gravity center of the first mask after a mathematical morphology opening. The convolution of this new mask and $I_P$ was scanned as previously explained to segment the operative field. A mathematical morphology opening was then applied to the scanned image to obtain the final mask.

The landmarks extraction was performed on the result of the convolution between the final mask and $I_P$, i.e., the segmentation step result. For extraction, Harris detector [7] was used. The landmarks extracted by this detector were defined as the local maxima of the operator $R$:

$$R = \text{det}(M) - \lambda Tr^2(M) \quad \text{with} \quad \lambda = 0.04$$

where

$$M = \begin{pmatrix} \frac{\partial^2 I}{\partial x^2} & \frac{\partial^2 I}{\partial x \partial y} \\ \frac{\partial^2 I}{\partial y \partial x} & \frac{\partial^2 I}{\partial y^2} \end{pmatrix}$$

$\text{det}(M)$ and $Tr(M)$ stand for the determinant and the trace of the matrix $M$ respectively; $I$ stands for the convolution between the final mask and $I_P$, $x$ and $y$ are coordinates of pixels in $I$.

Among these local maxima, some points are extracted due to image specularities. Points with an intensity higher than 80% of the maximal intensity of the image were rejected.

The result of this step was a file with the 2D coordinates of the landmarks in static right image. These anatomical landmarks were then tracked in the 2D video flow, as described in the following paragraph.

2.3.2 Tracker with an a priori evolution model

The introduction of an evolution model in the tracking procedure leads to consider the filtering algorithms family (e.g. Kalman filter [1], particle filters [6], etc.). Such algorithms are well-known for their simplicity and robustness in difficult situations such as occlusions, noise, and ambiguities generated by a cluttered background.

The filtering methods consist in modeling the dynamic system to be tracked by a hidden Markov process. The goal is to estimate the values of the state $x_k$, from observations $z_k$, obtained at each instant. The system is described by a dynamic equation modeling the evolution of the state and a measurement model that links the observation to the state. The unknown state of the system can be the feature location with possible additional information such as its velocity, or its intensity template.

**Measurement model** At time $k$, we assume that the observation is the result of a matching process whose goal is to provide the point in image $I_1$ that is the most similar to the initial point $x_0$. Several matching criteria can be used to quantify the similarity between the target point and the candidate points. The conservation of the intensity pattern assumption has simply brought us to consider the sum-of-squared-differences (SSD). The resulting linear observation equation is:

$$z_k = H x_k + w_k, \quad \text{(3)}$$

where $H$ is the transformation matrix between the state space and the measurement space ($H$ is the identity matrix if $x_k$ is simply the feature location) and $w_k$ is a zero-mean Gaussian white noise of covariance $R_k$. Although the SSD may have some difficulties with illumination or geometric changes, this choice is justified by the fact that it makes possible an automatic evaluation of the confidence of the correlation peak (i.e. of $R_k$), taking into account the image noise. To that purpose, the SSD surface centered on $z_k$ is modeled as a probability distribution of the true match location. A Chi-Square “goodness of fit” test is realised, in order to check if this distribution is locally better approximated by a Gaussian or a uniform law. An approximation by a Gaussian distribution indicates a clear discrimination of the measure, and $R_k$ is therefore set to the local covariance of the distribution. On the contrary, an approximation by a uniform distribution indicates an unclear peak detection on the response distribution. This may be due to an absence of correlation in presence of occlusions or noisy situations. In this case, the diagonal terms of $R_k$ are fixed to infinity, and the off-diagonal terms are set to 0. This estimation allows the tracker to be robust to occlusions. More details on this stage may be found in [2].

Once the measurement model is defined, an appropriate dynamic model has to be build.

**Dynamic model** In that case, models were defined according to the surgical procedure (i.e., different surgical steps). The state $x_k$ is then defined by $(m_{k-1} m_k n_k - n_0)^T$ where $(m_k n_k) ^T$ is the estimated feature location at time $k$. The following dynamic equations have been considered:

$$x_{k+1} = F_i x_k + b_i + v_k \quad \text{(4)}$$

where $v_k$ is a zero-mean Gaussian white noise of covariance $Q_i$, fixed a priori, and $i$ is the index of the process $(F, b)$.

$$F_1 = \begin{bmatrix} 0 & 1 & 0 & 0 \\ 0 & 0 & 0 & 0 \\ 0 & 0 & 0 & 1 \\ 0 & 0 & 0 & 0 \end{bmatrix}, \quad b_1 = \begin{bmatrix} m_0 \\ m_0 \\ m_0 \\ m_0 \end{bmatrix}$$

$$F_2 = \begin{bmatrix} 0 & 1 & 0 & 0 \\ 1 & 0 & 0 & 0 \\ 1 & 0 & 0 & 0 \\ 0 & 0 & 0 & 2 \end{bmatrix}, \quad b_2 = \begin{bmatrix} 0 \\ 0 \\ 0 \\ 0 \end{bmatrix}$$

$F_1$ lies on a stationary hypothesis and $F_2$ is a regressive process of $2 h$ order. The resulting systems are linear and can be solved using the Kalman filter [1].

2.4 Surface registration and cortical deformation estimation

The cortical deformation was estimated by a non linear geometrical transformation computed by registration between two reconstructed 3D surfaces. The surface registration method relies on relevant information available at the different surgical steps. Consequently, a chronological description will be given in section 3. In this section, we describe the different stages of the image processing workflow.

2.4.1 First approximation of the surface deformation using anatomical landmarks

The 3D location of each landmark at $t_1$ and $t_2$ was known: the right image was related to the disparity map by rectification and the disparity map was related to each vertex of the 3D surface mesh. A sparse deformation field was then computed between 3D location of landmarks at times $t_1$ and $t_2$. From this sparse deformation field, a dense deformation field was computed by thin-plate-spline interpolation. This dense deformation field was considered as a first approximation of the final computed deformation. In other words, anatomical landmarks are used as control points of the spline deformation.

2.4.2 Surface based registration

We propose a new surface registration method. The cost function includes three terms: the first is related to image intensities, the second to Euclidian distance between surfaces and the third to distance...
between tracked landmarks. The objective of this method is to be able to deal with the different aspects of complexity encountered in the images all along the surgical procedure.

\[ F = \beta(\alpha A + (1 - \alpha)B) + (1 - \beta)C \]  
(5)

This equation is further described below.

A: Intensity term In our specific images, the luminance level is strongly correlated with the green level. Since our image were acquired in RGB, green canal was directly used.

\[ A(P_0, P_1) = \frac{C_{3 \times 21}(\text{Green}_i) + C_{3 \times 21}(\text{GradGreen}_i)(P_0, P_1)}{2} \]  
(6)

with \( \text{GradGreen} = \sqrt{(\text{Green}(i, j - 1) + \text{Green}(i, j + 1))^2 + (\text{Green}(i - 1, j) + \text{Green}(i + 1, j))^2} \)

where \( \text{Green}(i, j) \) is the green level of pixel which coordinates are \( i, j \). \( C_{3 \times 21} \) is the correlation coefficient computed 3 search windows of center \( P_0 \) and \( P_1 \) respectively, which are the pixels corresponded to the 3D points \( P_0 \) and \( P_1 \) in 2D right images. If both intensities windows are identical, \( A(P_0, P_1) = 1 \).

B: Surface Euclidian distance term

\[ D(P_0, P_1) = \frac{D(P_0, P_{\text{closest}})}{D(P_0, P_1)} \]  
(7)

\( D(P_0, P_{\text{closest}}) \) is the euclidean distance between 3D points \( P_0 \) and \( P_1 \). \( P_{\text{closest}} \) is the closest point of \( P_0 \) in the target surface mesh (pre-computed by ICP). If \( P_1 \) is the closest point, then \( D(P_0, P_1) = 1 \).

C: tracked landmarks term

\[ C(P_0, P_1) = \psi(P_0)D(P_0, P_{\text{interepolated}}) \]  
(8)

\( D(P_0, P_{\text{interepolated}}) \) is the euclidean distance between 3D points \( P_0 \) and \( P_1 \). \( P_{\text{interepolated}} \) is the new location of point \( P_0 \) when the dense deformation field computed by thin plate spline using anatomical landmarks as control points was applied.

\[ \psi(x) = \sum_{i=1}^{N} \exp(-kD(x_i, x)) \sigma(A_i') \]  
(9)

Index 0 and \( t_f \) indicates that the corresponding \( A \) are anatomical landmarks extracted in the first frame and the last frame respectively. \( x \) is one 3D point of a surface mesh. The function \( \exp^{-kt} \) is drawn in figure 3. It allowed to weight the importance of the dense deformation field computed from matched landmarks depending on the distance with the landmarks used to compute the deformation field.

In the variance \( \sigma(x_i') \) is of the state estimate \( x_i' \) in 2D.

Global Cost Function

\[ F(P_i^S, P_j^T) = \beta(\alpha A(P_i^S, P_j^T) + (1 - \alpha)B(P_i^S, P_j^T)) + (1 - \beta)C(P_i^S, P_j^T) \]  
(10)

\( A, B, C \) are defined by equations 6,7 and 8 respectively. \( P_i^S \) stands for a 3D point of the source surface mesh. \( P_j^T \) stands for a 3D point of the target surface mesh. \( \alpha \) and \( \beta \) depends from the surgical step: when one of the surface to registered was acquired before opening the dura mater, \( \alpha = 0 \) and \( \beta = 1 \).

2.5 Deformation Visualization

The deformation field was visualized using a color map with a lookup table corresponding to each vector length. A bar was used to give the color scale in millimeters (see figure 8).
Table 1: Performance evaluation of the video tracking: short description of the video sequences. Patient 1 was a 44-years-old woman with a right frontal cavernoma, Patient 2 was a 29-years-old man with tumor located in the right inferior frontal gyrus and Patient 3 was a woman with right rolandic cavernoma.

<table>
<thead>
<tr>
<th>Index</th>
<th>Sequence 1</th>
<th>Sequence 2</th>
<th>Sequence 3</th>
<th>Sequence 4</th>
</tr>
</thead>
<tbody>
<tr>
<td>Patient</td>
<td>Patient 1</td>
<td>Patient 2</td>
<td>Patient 3</td>
<td>Patient 3</td>
</tr>
<tr>
<td>Step</td>
<td>During removal of the cavernoma</td>
<td>After duramater opening and with a surgical tool</td>
<td>After duramater opening and with 2 big heart pulsations</td>
<td>During tumor removal with 3 surgical tools</td>
</tr>
<tr>
<td>Nb fr*</td>
<td>40</td>
<td>54</td>
<td>47</td>
<td>64</td>
</tr>
<tr>
<td>AF**</td>
<td>1</td>
<td>1</td>
<td>5</td>
<td>5</td>
</tr>
<tr>
<td>Nb NL***</td>
<td>5</td>
<td>11</td>
<td>11</td>
<td>6</td>
</tr>
<tr>
<td>Occlusion</td>
<td>no</td>
<td>yes</td>
<td>no</td>
<td>yes</td>
</tr>
</tbody>
</table>

*Nb fr stands for number of frames, **AF stands for acquisition frequency in frame per seconds, ***Nb NL stands for number of anatomical landmarks to track.

Table 3: Description of the performance evaluation procedure used to clinically assess the performance of our surface registration method

<table>
<thead>
<tr>
<th>Evaluation data sets</th>
<th>one surface mesh before resection, another after resection</th>
</tr>
</thead>
<tbody>
<tr>
<td>Input parameters</td>
<td>none</td>
</tr>
<tr>
<td>Methods to be evaluated</td>
<td>global method, including localisation, surface mesh registration</td>
</tr>
<tr>
<td>Reference</td>
<td>4 points acquired manually by the neurosurgeon on the cortical surface before resection and the same 4 points acquired manually by the neurosurgeon on the cortical surface after resection</td>
</tr>
<tr>
<td>Estimated error related to the computation of reference</td>
<td>Error of choice for 1 fixed point 1.9mm, Error of pointer localization</td>
</tr>
<tr>
<td>Evaluation metric</td>
<td>Discrepancy between the computed Euclidean distance between the manually selected 4 anatomical landmarks and the distance computed at the same points by our automatic method.</td>
</tr>
<tr>
<td>Quality indices</td>
<td>4 values</td>
</tr>
</tbody>
</table>

2.6.2 Performance evaluation of our surface registration method

Two methods were used to evaluate the performance of our surface registration method.

In order to evaluate the global clinical accuracy of our method, 4 points were localized on the brain surface by the neurosurgeon using the neuronavigation system pointer tip at two different moments of the surgical procedure. In order to ensure the same anatomical location for the second acquisition of these 4 points, the surgeon referred to a printed picture where the first-step points were identified.

In order to evaluate the surface registration method, we picked 3D coordinates of anatomical landmarks in source and target surface meshes. These picked anatomical landmarks were different from the tracked ones.

3 RESULTS

3.1 Video tracking

Results of performance evaluation described in section 2.6.1 are shown in Table 4. The model choice was depending of the sequence movements. The estimated reference error, as described in table 2, was of 2 pixels in each vertical and horizontal directions. For indication, with a minimal zoom, 1 pixel represented 0.1 mm. As it can be read in the table, the points were not successfully tracked during the whole sequence. However, the error was inferior for all the landmarks to 10.7 pixels for 75\% of the sequences 1, 2, for 100\% of the sequence 3, and for 50\% of the sequence 4. Even if the points are not perfectly tracked during the whole sequence, results are within 1mm, despite of occlusions or image specularities apparition. The accuracy of our tracking method is then sufficient to be used in brainshift quantification.

3.2 Clinical case

The studied clinical case for our surface registration method was a cavernoma, located in the right frontal gyrus.

Before craniotomy In this case, no acquisition was done at this step. However, when done in other surgical cases, in order to correct the registration in the area of surgical interest, the skin reconstructed surface mesh can be rigidly registered with the skin
surface segmented from the preoperative MRI and registered using the transformation computed by the neuronavigation system.

**After craniotomy and before opening the dura mater**

The difference of localization between the dura mater surface mesh and the dura mater surface in the preoperative exam could be explained as following. It has been shown that current neuronavigation systems may have an intrinsic registration error. Additionally, brain deformation may occur between craniotomy and dura mater opening. This deformation may have a mean of 3mm in the gravity direction and 3.9 mm in the perpendicular direction as shown by Letteboer in [10] using intraoperative ultrasounds onto 12 patients. Finally, the intrinsic error of the stereoscopic reconstruction method may introduced an error inferior to 1 mm. [15].

After dura-mater opening A new surface mesh was reconstructed after duramater opening and the video start acquisition signal was given. Anatomical landmarks were automatically extracted using the method described in 2.3.1; the automatically extracted landmarks are shown in figure 6. This reconstructed surface mesh was registered to the one acquired before duramater opening using the information available: the Euclidean distance between points.

| Table 4: Results for all anatomical landmarks for the performance evaluation of our video tracking method: Distance statistics between manually tracked pixel and pixel tracked using the automatic and real time tracker are given in pixel. The computation time is given in seconds with a CPU of 1.60GHz. |
|---|---|---|---|---|---|
| Sequence | Model | Min\1^{st}Quartile\ | Median \ | Mean \ | 3^{rd}Quartile\ | Max \ | Computation time |
| Sequence 1 Model \( (F_1, b_1) \) | 0.0 | 3.6 \ | 6.5 \ | 6.9 \ | 9.3 \ | 19.7 | 5 |
| Sequence 2 Model \( (F_2, b_2) \) | 0.0 | 2.2 \ | 3.1 \ | 3.7 \ | 8.2 \ | 36.7 | 12 |
| Sequence 3 Model \( (F_3, b_3) \) | 0.0 | 1.4 \ | 2.8 \ | 3.2 \ | 4.3 \ | 10.6 | 11 |
| Sequence 4 Model \( (F_4, b_1) \) | 0.0 | 5.0 \ | 7.7 \ | 10.7 \ | 15.8 \ | 28.9 | 10 |

**After resection**

After resection, the video end signal acquisition was given and a new surface mesh was acquired.

**Accuracy evaluation**

The performance evaluation procedure was described in subsection 2,6,2. The distance between points located by the neurosurgeon using the neuronavigation system (see figure 9 for reference name) was of 1.9mm for point A, 8.0mm for point B, 2.58mm for point C and 7.8mm for point D. The distance of 1.9 mm can be considered as the intrinsic reference error, since point A was chosen with a static frame (i.e.,the operative field). This shows that the visual matching done by the neurosurgeon is not accurate since the neuronavigation optical tracker is said to have a millimetric accuracy. All landmarks manually identified –by neurosurgeon using the pointer or by picking the points on the 3D reconstructed surface meshes– were different from automatically extracted and used for the video tracking. Figure 10 shows the distance computed between 3D landmarks manually selected in 3D surface source and target surface, when source surface is the reconstructed surface before resection, and target surface is the reconstructed surface after resection. Results of our registration method is within 2 mm, when ICP found an error within 6mm. Using ICP, surface are closed, but the correct points are not matched together.
Figure 5: Results: Reconstructed surface of the dura mater superimposed to the preoperative MRI using the image-to-patient registration matrix computed by the neuronavigation system. The center of the orange circle is the neuronavigation pointer tip, touching the cortical surface. The fact that the pointer tip was not perfectly aligned with the preoperative images registered on the patient confirmed the deformations occurring at the craniotomy. Consequently, the image-to-patient registration matrix was obsolete.

Figure 6: Results: anatomical landmarks automatically extracted. Left, the segmented operative field using our automatic method. Right, 15 best landmarks (15 maxima values of Harris detector) using our automatic extraction method: these 15 landmarks were tracked into the video flow.

Figure 7: Clinical case: surface mesh displayed in the preoperative MRI. The white surface mesh is the dura mater surface mesh. The red one is the surface acquired just after the opening of the dura mater. The green one was acquired at the end of the cavernoma removal.

Figure 8: Clinical case: deformation field represented by a color map between reconstructed surface mesh before resection and reconstructed surface mesh after resection computed by our surface registration method.

Figure 9: Performance evaluation of our registration method: reference. Top: Points localized by the neuronavigation system, shown by the neurosurgeon on an intraoperative printed picture; left, acquisition just after dura mater opening and before surface mesh acquisition; right, acquisition after resection and after surface mesh acquisition. Bottom: surface mesh reconstructed just after dura mater opening, with transparency properties; spheres 10mm of diameters. Centers of green spheres are tip of neuronavigation system pointer acquired just after dura-mater opening, red ones are tip of the neuronavigation system pointer acquired after resection.
No registration | ICP registration | Our surface registration
--- | --- | ---

**Figure 10: Results.** The source surface was the reconstructed surface before resection, the target surface was the reconstructed surface after resection. 9 anatomical landmarks have been used for this quantification and were not the tracked ones. Left box plot: distance computed between 3D landmarks manually selected in source and target surface; middle box plot: distance computed between landmarks in source registered by ICP and target; right box plot: distance computed between landmarks in source registered by our method and target.

### 4 Discussion

#### 4.1 Surface Registration: comparison with other works

We have shown in [15] that the accuracy of our reconstruction method was sufficient to do quantification of surface deformation. In this paper, we have presented a new surface registration method which can be used with any cortical surface textured point cloud computed by stereoscopic or laser range approaches. We have shown the global method, including stereoscopic reconstruction, had a precision within 2 millimeters, which is within the usual rigid registration error of the neuronavigation system before deformations.

The hypothesis of registering two textured surface meshes using distance-based algorithm as ICP [17] is not justified, since the closest point could not be the matching point, as shown by the results. Miga [12] used an intensity-based algorithm to register a preoperative segmented cortex expressed as a textured point cloud using ray casting and a laser range scanning associated with a video camera. Images from video cameras are subject to occlusions by blending or tools in the surgical FOV, especially during and after resection. Therefore, MI may not be the most relevant solution in this case. Using cortical vessels for cortical surface registration has been previously proposed by Nakajima [13]. In [13], the vessels were used as anatomical landmarks, but their intraoperative position was manually defined using the neuronavigation system. In [14], heart motion was tracked using landmarks time series, coupling with electrocardiogram and respiration pressure signals in case of occlusion, for endoscopic cardiac surgery. In [16], the filter used was not robust to occlusions and relied on the hypothesis of small inter-frame motion. Anatomical landmarks video tracking was also used to track deformations in bronchoscopy [5]. Our method could be applied in this context.

#### 4.2 Brainshift analysis global framework

Surface deformation can not be directly extrapolated to subsurface volume, as it was shown in [8]. Here, the goal of surface quantification is to have an explicit and quantitative detection of deformation, instead of the tacit one. Usually, quantifying the distance between preoperative and intraoperative shifted cortex surfaces is done using the neuronavigation system pointer. Here we propose to use the whole surface of the stereoscopic FOV instead of a limited number of points. Moreover, having 2 video flows acquired from left and right oculars will allow real time or near real time computing of 3D positions of the tracked anatomical landmarks using spars stereopsis. It will then be possible to interpolate the computed deformation field until the covariance estimation error become too high. At this point, a new surface acquisition (by stereoscopic reconstruction) is necessary. The real time surface deformation field could be used as a constraint to intraoperative volume registration, using intraoperative volume image [3], biomechanical or statistical models [11].

Future work will consist in the definition of a priori models that depends on the surgical step. Model mixture and Gaussian weighting could be used to define which model has to be used and consequently detect automatically the surgery step. Moreover, constraints such as gravity direction, surgical tool, or known deformation parameters could be inserted as a priori knowledge. In this way, we hope to be able to detect automatically when deformations are important and, therefore, when intraoperative volumic image acquisition is required.

New medical imaging standards such as DICOM WG 13 – that allows storing digital video along with patient data – open a new research area and make possible the introduction of new methods and tools in image guided surgery. Some microscopes are able to store the digital video (Pentero, Carl Zeiss, Germany). Access or choice of video to be archived, as well as browsing of hours of video are still opened issues. We believe that video in visible light is becoming a challenging issue in computer assisted surgery.

### References


